CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

ot

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance™ for the Intoxilyzer 5000 Serial Number

Q’[y 023 = maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
ot Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: (p//#/05 Call_CO0F7 AC Cal2_ gfh7& AC

Date: @/ F/0S Call p.080 AC Cal2 0.0 79 AC

Date: A/A Cal 1 AC Cal2 AC

Between the dates of /1405 and __ (/A0S

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon  A/A
The instrument was retu t0 service on AL

/@—Mmﬁ
[rene Doran
2/ ;G:;/ oS~

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to beforeme this___ 4, day of

Joly 2005 .
) ;
OFEICIAL SEAL
2 KATHY A. KINNEY
LN \ oTARY PUBLIC-ARIZONA
TS pIMA COUNTY Notary Public
My Comm. Exp. Sept. 4, 2008

*Includes documents specified in A A.C. R9-14-404 A 6

Pursuant to section 28-1327, Arizona Revisad Statutes, this document is a4 cemified duplicate of the
information coniained in computer storags devices of the Tucson Police Depanment.



EXHIBIT Q [‘ﬂ'f:?
74

THIS REPORT PREPARED PURSUANT T0O DUTY IMPOSED BY
AJA.C., RE-14-404 (&)

ARIZONA DEPARTMENT OF HEALTH SERVICES JK

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

AGENCY Tucson Police QA SPECIALIST QVV&J (ﬁ/{\?ﬂﬁj Zﬁﬁ‘lf}
Print N

INTOXILYZER SERIAL 4 Gl-00332F _ LOCATION

DATE  “Nne 27 ¥ 2005 TIME | 2.00
B L

_ Display reads “READY TO START” or “PUSH BUTTON TO START
TEST. "™

DTAGNOSTIC TESTS

L VM Test check., Setting should be bektwsen .200 and
-800. Mode selection switch 82 on, S1I and §3 pff or

- keyboard menu selection “H". Reading is ,278 3
Display Test check. Mode selection switch 51 on and 52
and 83 off or keyboard menu selection ™V,

(> Printer Test check. Mode selection switch 31, 52, 53

—

off or keyboard menu selection ™“o*,

Clock time check. Mcode selection switch 510 on or
reybhoard menu selectian “E”.

L Date check. Mode selection switch S11 on or keyboard

WA

menn selasction ME™.

GPERATIOQNAL TESTS

L~ Alcohol free subject Test result D.GDG A

L~ Error recognition logic system functioning
Invalid test printed

L/f Froper sample recognition system
Invalid sample printed »7
Deficient sample priated &

Completanses: of sample purge with collection tube**

;; Calibration standard 0.080 AC
Results: g. ﬂﬂaéﬂ 553 0.03F9 .A’C: I/
¥YES MO

Instrument operating properly and accurately.

3

COMMENTS <

SIGNATURE /7(»0'4/\ Lé Lﬁﬂﬂ)f—

S

0. N/A .alcohol cancent:atréjjstandaLd tellected for subsequent
anaLysis.**

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOOT KEYBOARD
*+THIS STEP TS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CRPTUERE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is 2 certified duplicate of the information contained in computer
storage devices of the Tucsun Police Departrment,
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Pursuant to section 28-1327, Arizona Revised Statures, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arzona Revised Statutes, this document is a certified duplicars of the information contained in computer

storage devices-o

the Tueson Police Department.
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EXHIBIT P T4

THIS REPORT PREPARED PURSUANT TO DUTY IMFPOSED BY

A.A.C. R9-14-404(B) cf?u/

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSUREBNCE PROCEDURES
INTOQXILYZER MODEL S000%

STRNDARD CALIBRATION CHEC¥ PROCEDURE

Agency Tucson Police Department Date _ész" 2{}05 Time }2.00
Intoxilyzer Serial & _{2{&“5}03323— Location Ld_,b
QA Specialist ’Te,wl.j Gallegos  2884%

rint Name=)

{ Vfr' 1. Pour a standard alcchol spolution of known valus into a
clean dry simulater jar and assemble the simulator.
Insure that a tight seal has bsan mads.
Standard wvalus: 0.080 BC

[ ’fa 2. Turd on the simulator and Ellow the temperature to

V/,r reach 34°C+.2°%C.
I ] 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on er selecting “C7

fo# on keyboard menu. X

{ ! 4. Attach simulator to the simulator entrance port on the
Intoxilyzser.

{V/;Tf 3. Intoxilyzer 5000 display reads "“READY TGO START" or

“BEIISH BUOTTON":
G Push Start Test button or press snter on keyboard.
7. Insert card in response to display.
[V/ ] 8. Air blank completed.
9. Calibration check completed.

AR Test results 0-DBA0 AC Aand {}G:{-éf AC

14. Air blank completed.
{VﬁVﬁ 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
{ V/T L2, Return mode selection switch #9 to off poesition after
all galibration chacks are complete or type Q and enter

on keybosa
STGNATURE rz‘(uM Ll

*WITH OR WITHOUT VAPOR REt‘I{CULATIDQAﬂD WITH CR WITHOUT EKEYBOARD

CDHS/DSLS/Form Cll6 {Rewv. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicats of the information contained in computer
storape devices of the Tucson Police Department,
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Pursuant 1o section 28-1327, Arizona Revised Stanures, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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TUCSON POLICE DEPARTMENT %
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

=

Date: é 27700 S
QAS: ’fﬁwrfj érjm”f:’jg& 28043

[mioxilyzer Serial Number: (0 ‘-,Q = GO 232 ?’

Reason For Service: {_') H’ﬂ-Vﬂ_. Ca “Ed_h Sg_ul I{};,-r. JL\LCV‘ Loy r_u
N E_r:ﬁmmmf l 24-0S Evmjm fo Lub  (:27:05 by
Sﬁr&. L‘fﬂmi‘

Date Our of Service: ‘U}/dr

Calibration Check completed prior to removal from service
Date: N!//g(

SQAP completed prior to removal from service

Date: U/A'

Corrective Action: [] Sent to Applied Electronics
0pomed Tatoy and rewmond seedl piece of puint-tud in the
; eny. Cle 2 an who kel
[ag a3 b Lotyned veruned Thtoy
_to DUT HQ (2% 2005

Pursuant to section 28-1327, Arizona Revised Stamtes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



